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TECHNICIL EVALUATION REPORT OF CARDIAC SURGERY ITEMS (A04)

f
;;}E' Technical Status (Responsive/ Non- Sample status gt
i H k Responsive) (Responsive/ Non- Final
Product Name with Specificati . :
petilications Name of Bidder In case of failure mention reason of responsive) Recommendation
rejection In case of failure
mention reason of
rejection
PART A PARTB PART C
1 i Non Responsive
s i (Specifications
Transparent film Dressing Frame style MULLER & PHIPPS £ : Resoonsive | du0ted in technical | Non Responsive (Fail
(Tegaderm or Equivalent) PAKISTAN (Pvt) Ltd capansive POUSIYS offer  are’  mot | incormplyg PatC)
: complying with the
sample provided)
2 Non Responsive
S : i 1o (Specifications
Transparent film Dressing Frame style MULLER & PHIPPS - ; quoted in technical | Non Responsive (Fail
_ ‘(Tegade;mk orEquivalent) PAKISTAN (Pvt) Ltd Responsive Responsive offer ol not | in complying Part C)
i T complying with the
iy e : b sample provided)
13 | Intra-Aortic Ballon Pump Catheter 40cc ’
, ot iy : e : MEDILAND Responsive Responsive Responsive Responsive
A ; T PHARMA
. T ‘ EDILAND i i i i
“ | Intra- Aprtic Ballon P!_lmp Cathetcr 300.0 N{’HA Responsive Responsive Responsive Responsive
% TR S e o DILAND ; : i i
& 15 Vacuum Assisted heart Stabilizer (octopus) - N:’EI ARMA Responsive Responsive Responsive Responsive

UEEPAND)




Specifications quoted in
technical offer are not

offer are not

21
Aortic punch 4.0mm FLOWTRONIX : :
: SYSTEMS Responsive Responsive Responsive Responsive
22 | Pacing wire with connectors ALLIANCE
PHARM Responsive Responsive Responsive Responsive
23 Vet FLOWTRONIX : .
SYSTEMS Responsive Responsive Responsive Responsive
31 | 2.5 gm Polyhexamethylenbiguanid
hydrochloride, 8gm
didecyldimethylammoniumchloride (ALPHA
GUARD or Equivalent) MEEZAN PHARMA Responsive Responsive Responsive Responsive
32 |Sgm
alkyldimedlyled)ylammonhunethylsulfate,
1gmpolyhexamethylenbiguanidhydrochloride,
"sg'“rmﬁeg“;md‘m“‘_“gmm’ MEEZAN PHARMA Responsive Responsive Responsive Responsive
Pl o i FLOWTRONIX Responsive Responsive Responsive Responsive
dd , i SYSTEMS P p p
|37 | STEEL WIRE monofilament (C:-Nij)non | MULLER & PHIPPS i i i i
| | sbsorbable Tapercut 1/2circle,5 48mm . | PAKISTAN (Pv) Ltd Responsive Responsive Responsive Responsive
‘ “ | STEEL WIRE monofilament (Cr Ni)non : g PILLLER & THIERS Responsive Responsive Responsive Responsive
|| absorbable Tapercut - | PAKISTAN Pvy) Ltd : 5 . ¢
4 | Bioglue 10ml Non Responsive (The firm is . Non Responsive (The
Bt blacklisted by Jinnah Hospital I\(I;)nelzfe ;po:swe firm is blacklisted by
BIOTECH till 26-07-2023. Furthermore, | Responsive Pectiicalions | jinnah Hospital till 26-
PAKISTAN quoted in technical

07-2023. Furthermore,

Specifications quoted J

§41%Q

x-
-




‘\—\l‘ = 5
complying W{th the sample complying with the | in technical offer are
provided) sample provided) | not complying with the
45 e sample provided)
: ‘ : on Responsive (Attached Non R i Non R i i
Bovine Pericardial P : on Responsive on Responsive (Fail
atch 5cm x 10cm HOPE PHARMA Free sale ce.rtlﬁcate has Responsive (Sample was not | in complying Part A &
7 expired) provided) Part C)
oD Non Responsive (Attached Non Responsive Non Responsive (Fail
ne Pericardial Patch 6cm x 11cm HOPE PHARMA Free sale certificate has Responsive (Sample is not in complying Part A &
T expired) provided) Part C)
Aortic cannula # 20 FR without leur lock FLS;;?E?{EIX Responsive Responsive Responsive Responsive
49 : Non Responsive : ;
Aortic cannula # 22 FR without leur lock FLOYIROnILY Non Responsive .(Sample b Responsive (Sample was not 1.‘10n Respfmswe (il
SYSTEMS not provided) : in complying Part A).
provided)
20 Aortic cannula # 24 FR without leur lock FL;):;’:E(\){I;IX Responsive Responsive Responsive Responsive
o Venous cannula two stage (32 x 40 FR) FL;);:;‘:ISII;IX Responsive Responsive Responsive Responsive
FLOWTRONIX : : ; R e
4 Venous cannula two stage (36 x 46 FR) SYSTEMS Responsive Responsive Responsive esponsiv
FLOWTRONIX . : R H Responsive
53 | Aortic cannula # 24 FR without leur lock SYSTEMS Responsive REspOG e . ;
. Non Responsive | Non Responsive (Fail
54 FLOWTRONIX | Non Responsive (Sample was | o .| (sanolewas not | in complying Part A &
Venous cannula single stage 26 FR SYSTEMS not provided) provided) Part C)
55 : FLOWTRONIX Responsive Responsive Responsive Hespansive
Venous cannula single stage 28 FR SYSTEMS -
56 FLOWTRONIX Responsive Responsive Responsive Responsive J
Venous cannula single stage 30 FR SYSTEMS

IR

is
~



Venous cannula single stage 32 FR FLOWTRONIX Non Responsive (Sample was ; Non Responsive Non Responsive (Fail
| SYSTEMS not provided) Responsive (Sample was not | in complying Part A &
67 : provided) Part C)
Disposable heart vent LV vent with stylet FLOWTRONIX i .
68 SYSTEMS Responsive Responsive Responsive Responsive
Disposab]e Sump FLOWTRONIX :
SYSTEMS Responsive Responsive Responsive Responsive
69
| Coronary ostial FLOWTRONIX : _
i conmed 0% SYSTEMS Responsive Responsive Responsive Responsive
70
| . Non Responsive Non Responsive (Fail
. FLOWTRONIX Non Responsive (Sample was ; P ponsive (Fai
) Coronary ostial cannula 12 F SYSTEMS :ot provifie d) P Responsive (Sample. :;ZS) not |in comle)yingC I)’art A&
provide art
71 : : FLOWTRONIX
Antegradecardioplegia cannula 12 gauge 9 Fr SYSTEMS Responsive Responsive Responsive Responsive
72 : § FLOWTRONIX :
Retrograde cardioplegiacannula SYSTEMS Responsive Responsive Responsive Responsive
ge Medex MX 960 Domes R;%I)AI;{::AD Responsive Responsive Responsive Responsive
5 Level Sensor Pads B;];:{DAI;:;:D Responsive Responsive Responsive Responsive
88 | Blood monitoril:)g unit Se;;:{;:r(t)erial side D:?{I)Aliﬁin Responsive Responsive Responsive Responsive
compatible with Maquet -
89 | Blood monitoring unit Cell Venous side N;’?;X;:din Responsive Responsive Responsive Responsive
compatible with Maquet BMU-40
90 | Centrifugal cone compétible with Maquet N:,];:;::;‘:ll:n Responsive Responsive Responsive Responsive
Rota Flow ECLS Centnfug?l pump = e o= Non Responsive (Fai
91 | Cardioplegia delivery set with arrest / Non Responsive (Atta , : . A&
: : . . ization letter was Responsive, Responsive in complying Part
additive compatible with Myocardial CLARIS PHARMA authorization Bl P Part B).
protection system Quest Medical USA expired, FDA certificate and because 3ig)

§ LY



free sale certificate were also incomplete
: expired) documents
Cor Knot device and Cor Knot mini device :
with Cor Knot quick load ACP PHARMA Responsive Responsive Responsive Responsive
Cor Knot quick load box of 12 pouches p : : : :
siililcat ACP PHARMA Responsive Responsive Responsive Responsive
94 Cor Knot Quick load single box of 12 singles ACP PHARMA Responsive Responsive Responsive Responsive
L (1 fasteneners per pouch)
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