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MAYO HOSPITAL, LAHORE

NQ. Tec - OSl DATED oq’ o aQ- J—OJ—S

To,

The Chief Executive Officer,
Mayo Hospital, Lahore

SUBJECT: REPORT OF TECHNICAL EVALUATION/QUALIFICATION OF TECHNICAL BIDS

REGARDING PURCHASE OF ORTHOPEDIC IMPLANTS (A09) AGAINST LETTER
VIDE NO. PC/1561-67/MH DATED 19-06-2025

Reference to subject cited above regarding purchase of ORTHOPEDIC

IMPLANTS (A09) against letter vide no. PC/1561-67/MH  dated 19-06-2025

technical evaluation report is hereby submitted.
Sr.
Tender Code Name of Bidder Total Bids
No.

1. M/s Treu Dynamics
Interrnational Pvt. Ltd.

. ORTHOPEDIC ; :,:;Z h:aver;t—lea!tl:care os
: nax Associates ‘
IMPLANTS (A03) 4. M/S Rech International
5. M/S Surgiquips

Prof. Dr. Irfan Afmyt Ullah Khawaja
Professor of Cardjac Surgery
[Chairman)



ﬁqu Technical Evaluation Summary
Orthopedic Implants
Sr. Final
Generic ; : Compulsory sample Status
No. Size/ Hole |Name of Bidders S P Recommendation
Total Knee Arthroplasty
i sive Approved Responsive
1 |Total Knee Arthroplasty ( ) or Equivalent All Size Treu Dynamics il Be _ :
Rech International Non-responsive Not provided Non-responsive
Total Hip Arthroplasty
—— Treu Dynamics Responsive Approved xomuoazm. Lo
Rech International Non-responsive Not provided Non-responsive
2 |Total Hip Arthroplasty ( ) or Equivalent [
b Non- Treu Dynamics Responsive Approved Responsive
Cemented - : ;
Rech International Non-responsive Not provided Non-responsive
Arthroscopic
3 |Arthroscopy Shaver ( ) or Equivalent All Sizes Rech International Non-responsive Not provided Non-responsive
4 |Saw blades or Equivalent All Sizes Rech International Non-responsive Not provided Non-responsive
ACL Interference Screw Treu D . N . Approved Non-responsive
: -responsive -
5 [(Zmm/8mm/9mm/10mm) Bio absorbable ( ) All Ranges reu Uynamics on-resp Bp
or Equivalent - :
a Rech International Non-responsive Not provided Non-responsive
Bipolar Hemiarthroplasty
. Complete [Treu Dynamics Non-responsive Approved Non-responsive
6 |Narrow ( ) or Equivalent Range
& Rech International Non-responsive Not provided Non-responsive
. Complete |Treu Dynamics Non-responsive Approved Non-responsive
7 |Broad ( ) or Equivalent Range
B Rech International Non-responsive Not provided Non-responsive
Sholder Arthroplasty
BONE GRAFT SUBSTITUTE

8 |[Bone Graft Substitute ( ) or Equivalent

Treu Dynamics

Non-responsive

Approved

Non-responsive

Rech International

Non-responsive

Not provided

Non-responsive

Bone Cement with Gentacin

Bone Cement with Gentacin ( ) or

Equivalent

Treu Dynamics

Responsive

Approved

Responsive

Rech International

Non-responsive

Not provided

Non-responsive
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| Distal femoral locking plate (Smm) Universal
A S5Holes
B 6Holes .
- 7Holes Rech International Non-responsive | Not provided Non-responsive
Distal femoral locking plate (5mm) D 8Holes
10 |(with LISS System / Sleeves) (Local or 5 SHoles
Imported) F 10Holes
G 11Holes )
H 12Holes Surgiquips Non-responsive Approved Non-responsive
I 13Holes
J 14Holes
Proximal Tibial Locking Plate (5Smm) Right/
Left
A SHoles
Proximal Tibial Locking Plate (5mm) B 6Holes Maven Healthcare Non-responsive Approved Non-responsive
11 |Lateral 2/3rd Qty. & Medial Side 1/3rd Qty. m M”M"M
(Local or Imported ) E 9Holes  |Rech International Non-responsive | Not provided | Non-responsive
F 10Holes
Distal Tibial Locking Plate (3.5/5mm)
Universal
A SHoles
B 6Holes
C 7Holes Rech International Non-responsive Not provided Non-responsive
Distal Tibial Locking Plate (3.5/5mm) Right/ D 8Holes
Left E 9Holes
12 Lateral 1/4th Qty and Medial Side 3/4th Qty.| F 10Holes
(Local or Imported ) G 11Holes
, H 12Holes Surgiquips Non-responsive Approved Non-responsive
| 13Holes
J 14Holes
<LOS Plate
A SHoles
B 6Holes Rech International Non-responsive Not provided Non-responsive

— .‘.m‘.v.m.q%.c_.:a Ofticer, K.hi%.i \ P\ ]ﬁ‘&ﬂ;ﬁi
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I d
N} PHLOS Plate (Local or Imported ) & 7Holes
: D 8Holes
E 9Holes Surgiquips Non-responsive Approved Non-responsive
F 10Holes
W:vc_m., Plate 1/3"
A SHoles
B 6Hole ; .
2 Rech International Non-responsive | Not provided Non-responsive
C 7Holes
14 |Tubular Plate 1/3rd (Local or Imported ) D il
E 9Holes
F 10Hol .
= Surgiquips Non-responsive Approved Non-responsive
G 11Holes
H 12Holes
Locking Plate Olecranon (Right and left Side)
A 4Holes
B SHoles Rech International Non-responsive Not provided Non-responsive
15 Locking Plate Olecranon (Right and left Side) | C 6Holes
(Local or Imported ) D 7Holes
E 8Holes Surgiquips Non-responsive Approved Non-responsive
F 9Holes
Hook Plate Clavicle
16 Hook Plate Clavicle A 4Holes Rech International Non-responsive Not provided Non-responsive
Left & Right (Local or Imported ) B SHoles Surgiquips Non-responsive Approved Non-responsive
Distal Humerus Locking Plate (3.5mm)
Medial Right/ Left Side
A SHoles
B W”o“mm Maven Healthcare Non-responsive Approved Non-responsive
C oles
i i : Local
17 Distal Humerus Locking Plate (3.5mm) (Lo 5 3Holes
or Imported ) E 9Holes
F 10Holes Rech International Non-responsive Not provided Non-responsive
G 11Holes
Distal Humerus Locking Plate (3.5mm)
Lateral Right Side/Left Side

1. The Chief Executive
2. The Chief Op
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Officer, Mayo ,Io%:m_ Lahore.
erating Officer, Mayo Hospital, Lahore.
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M Distal Humerus Locking Plate (3.5mm) Lateral
13 |Right Side + Postrolateral Plates
(Local or Imported )

SHoles

6Holes

7Holes

Rech International

Non-responsive

Not provided

Non-responsive

8Holes

9Holes

10Holes

al|ln|m|o|la|= (>

11Holes

Surgiguips

Non-responsive

Approved

Non-responsive

Recon Plate 3.5 mm

19 [Recon Plate 3.5 mm (Local or Imported )

bHoles

7Holes

8Holes

Rech International

Non-responsive

Not provided

Non-responsive

9Holes

10Holes

11Holes

QMmO |0|m|>

12Holes

Surgiquips

Non-responsive

Approved

Non-responsive

| S-Locking Plate 3.5 mm

20 |S-Locking Plate 3.5 mm (Local or Imported )

6Holes

7Holes

8Holes

9Holes

m|IOlO|=|>

10Holes

Maven Healthcare

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive

Distal Radius Locking Plate (Mini fragment
volar plats) 2.7mm

Distal Radius Locking Plate (Volar) 3.5mm

21
(Local or Imported )

4Holes

SHoles

6Holes

7Holes

m|O|N|=|>

8Holes

Maven Healthcare

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive

DHS Plate with Lag Screws

DHS Plate with Lag Screws (Local or imported

NNV

70mm

75mm

80mm

85mm

90mm

mMImM|O|O|®|>

95mm

Maven Healthcare

Darh Intarnatinnal

Non-responsive

NAn racnnancivin

- T e aetiee Officer. Mayo Hospital Lahore.
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100mm

105mm
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’czm Plates

23 \DHS Plates (Local or Imported )

4Holes

S5Holes

6Holes

8Holes

10Holes

11Holes

alm|mlo|lo|= (>

14Holes

Maven Healthcare

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive

Small Fragment DCP 3.5mm

24

Small Fragment DCP 3.5 mm (Local or
Imported )

6Holes

7Holes

8Holes

Rech International

Non-responsive

Not provided

Non-responsive

9Holes

10Holes

Surgiquips

MmMM|IO[O|m|>

12Holes

Non-responsive

Approved

Non-responsive

25

Broad DCP 4.5mm

>

7Holes

Maven Healthcare

Non-responsive

Approved

Non-responsive

Rech International

Non-responsive

Not provided

Non-responsive

Narrow DCP 4.5 mm

26

Narrow DCP 4.5 mm (Local or Imported )

6Holes

7Holes

8Holes

9Holes

10Holes

11Holes

QMmO |O|w|>

12Holes

Maven Healthcare

Rech International

Non-responsive

Non-responsive

. Approved

Not provided

Non-responsive

Non-responsive

T-Buttress Locking Plate (4.5mm)

27

T-Buttress Locking Plate (4.5mm) (Local or
Imported )

SHoles

6Holes

7Holes

8Holes

9Holes

MmMmM|O|O|m|>

12Holes

Maven Healthcare

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive
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\ﬁ@\\% %\Wm\ W %\E\mo:w%. fv\

ecutive Officer, Z:Jd Hospital Lahore. Va ] Hi””..lﬁliﬂ.u’ﬁ.'”uﬂ,! —




-~
r

L-Locking Plate Proximal Tibia (Right-Left)

§

28

L-Locking Plate Proximal Tibia (Right-Left)
(Local or iImported )

6Holes

7Holes

8Holes

Rech International

Non-responsive

Not provided

Non-responsive

9Holes

10Holes

n|m|olo|x|®

11Holes

Surgiquips

Non-responsive

Approved

Non-responsive

Cortical Screw Locking mm

29

Locking Screw Smm (Local or Imported )

20mm

22mm

24mm

26mm

28mm

30mm

Rech International

32mm

34mm

36mm

38mm

Non-responsive

Not provided

Non-responsive

40mm

42mm

44mm

46mm

55mm

60mm

Surgiguips

65mm

70mm

30mm

—im:oo“voz_?_u—xs-—::mmmonm:D

385mm

Non-responsive

Approved

Non-responsive

Cortical Screw 4.5mm

20mm

22mm

24mm

26mm

Rech International

mio|O|w P>

28mm

Non-responsive

Not provided

Non-responsive

et
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'30 |Cortical Screw 4.5mm ( Local or Imported ) ﬂm,__

LF

30mm

32mm

34mm

36mm

38mm

40mm

Surgiquips

42mm

44mm

2|2 | |R|—

46mm

Non-responsive

Approved

Non-responsisz

Cortical Screw 3.5mm

31

Cortical Screw 3.5mm (( Local or Imported )

12 mm

14 mm

16 mm

18 mm

20 mm

22 mm

24 mm

26 mm

Rech International

28 mm

30 mm

32 mm

34 mm

36 mm

38 mm

o|lz|Z2|~|x|-|=-|xT|®|"|m|O]|O|=|>

40 mm

Non-responsive

Not provided

Non-responsive

Neck of femur)

Cancellous Screw 4mm (Elbow, Pediatric

32

of femur) (Local or Imported )

Cancellous Screw 4mm (Elbow, Pediatric Neck

"~

20mm

22mm

24mm

Rech International

26mm

28mm

30mm

Non-responsive

Not provided

Non-responsive

35mm

ITIO|mMMm|O|lO|mo|>

40mm

\S\y%
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Mayo Hospital, Lahore.

T ——————

e



f
i
|

J
/

45mm

50mm

55mm

—|=|—=|—

60mm

Surgiquips

Non-responsive

Approved

Non-responsive

Cannulated Cancellous Screw 4mm
(Paediatric Neck of the Femur)

33

Cannulated Cancellous Screw 4mm
(Paediatric Neck of the Femur) ( Local or
Imported )

20 mm

25 mm

30 mm

Rech International

35 mm

40 mm

Non-responsive

Not provided

Non-responsive

45 mm

50 mm

55 mm

Surgiquips

-zl |[m|Oo|lO|=|>

60 mm

Non-responsive

Approved

Non-responsive

Cancellous Screw 6.5mm (16,32 & full
threads)

34

Cancellous Screw 6.5mm (16,32 & full
threads) Local or Imported )

25mm

30mm

35mm

40 mm

45 mm

50 mm

55 mm

60 mm

65 mm

70 mm

75 mm

80 mm

85 mm

ZIZlr|x|—|—-|T||m[m|O|O|m|>

90 mm

Maven Healthcare

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive

SU-Screws

35

SI-Screws 6.5mm (16,32&full Threads) (Local
or Imported )

>

110 mm

™

120 mm

130 mm

Maven Healthcare

Rech International

Non-responsive

Approved

Non-responsive

Not provided

Non-responsive

Non-responsive

et
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wJZw:Q Nail

o

/

36 {Nancy Nail ( Local or imported )

2.0 mm

2.5 mm

3.0 mm

Rech International

Non-responsive

Not provided

Non-responsive

3.5mm

40mm

n|lm|lo|lo|m|>

4.5 mm

Surgiquips

Non-responsive

Approved

Non-responsive

-

f.o....E:m Cancellous Screw S5Smm

a

37

Locking Cancellous Screw 5mm (Local or
Imported )

55 mm

60 mm

65 mm

Rech International

70 mm

Non-responsive

Not provided

Non-responsive

75 mm

80 mm

85 mm

Surgiquips

I|la|m[(m|olo|x=|>

90 mm

95 mm

Non-responsive

Approved

Non-responsive

Locking Screw 3.5 mm

38

Locking Screw 3.5mm (PHILOS, Distal
Humerus, olecranon, Radius Ulna, Distal

1. The

Radius and Distal tibia) (Local or Imported )

14 mm

16 mm

18 mm

20 mm

22 mm

24 mm

26 mm

28 mm

30 mm

32 mm

34 mm

36 mm

38 mm

40 mm

42 mm

44 mm

pOlo|o|z|Z2|r|x|-|—-|T|(a|n|m|o]|n|w|>

46 mm

T — .

Maven Healthcare

Rech International

Chief Executive Officer, Mayo Hospital Lahore.

Non-responsive

Non-responsive

L

Approved

Not provided

Non-responsive

Non-responsive
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) (Rl  48mm
\ [s] s50mm
/ [r] s5mm
ul 60mm
/ a| 4 T-Clamp Fixator
AO T-C) F (Local or | d Maven Healthcare Non-responsive | Not approved Non-responsive
-Clamp Fixator (Local or Importe A . . i
’ P v Rech International Non-responsive Not provided Non-responsive
NAT-C) F ( [ d Maven Healthcare Non-responsive Not provided Non-responsive
-Clamp Fixator (Local or Importe B . :
i P ! Rech International Non-responsive Not provided Non-responsive
Washer (5mm & 6.5mm)
Maven Healthcare Non-responsive Not provided Non-responsive
Washers 4mm (Local or Imported . :
40 : parted } A Rech International Non-responsive | Not provided Non-responsive
Maven Healthcare Non-responsive Approved Non-responsive
Washers 6.5 mm (Local or Imported B |6.5mm : : :
A g v Rech International Non-responsive Not provided Non-responsive
Turn Buckle (Small, Medium, Large)
41 Turn Buckle (Small, Medium, Large) (Local or A Rech International Non-responsive Not provided Non-responsive
Imported ) Surgiquips Non-responsive Approved Non-responsive
Bone Staples
; . Rech International Non-responsive Not provided Non-responsive

42 Bone Staples (Small/ Mediam/ Large + Spined &
washers + Applicators) (Local or Imported ) Surgiquips Non-responsive | Notapproved Non-responsive
Steinmann Pin with Stirrup (4mm & 5mm)

43 Steinmann Pin with Stirrup (4mm & 5mm) & Maven Healthcare Non-responsive Approved Non-responsive
(Local or Imported ) Rech International Non-responsive | Not provided Non-responsive
Trochanteric Screw 6mm

- ) Lorl ted 1| A Maven Healthcare Non-responsive Approved Non-responsive
Trochanteric Screw 6mm (Local or Importe ) Rech International Non-responsive Not provided Non-responsive
Giggly Saws

) " Maven Healthcare Non-responsive Approved Non-responsive

45 |Giggly Saws (Local or imported ) Rech International Non-responsive Not provided Non-responsive

Malleolar Screw 4mm
A 40 mm
B 4 mm Maven Healthcare Non-responsive Approved Non-responsive
C 50 mm

1. The Chief Executive Officer, Zuco Imm\vm& Lahore.
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& |Malleolar Screw 4mm (Local or Imported ) a , 55 mm
\ _ E , 60 mm . .
f _ F 65 mm Rech International Non-responsive Not provided Non-responsive
i
¢ [G| 70mm
ﬂ |Akram Fixator : . -
" 3 Rech International Non-responsive Not provided Non-responsive
47 |Akram Fixator (Local or \mported ) A Surgioulps Non-responsive Approved Non-responsive
\ \)-Fixator _
T 4 . Rech International Non-responsive | Not provided Non-responsive
48 |JA-Fixator (Local or Imported ) A Suralquips Non-responsive Approved Non-responsive
Ring Fixator (llizarov) .
Ring Fixator (140-200 size) (Local or Imported Maven Healthcare Non-responsive | Not approved Non-responsive
)
165 sets with
49 |4-Rings, 16 Threaded Rods, 4-Beaded wires A , ' ; ;
! 20 in each size |Rec ) i responsive Not provided Non-responsive
16-K Wires, 16 Clamp, 4- Hings, 4-Posts, 2 0 in each size |Rech International Non-resp p
Wire Tightener
1/M, I/L, Nail Tibia (8-11mm)
I/M, I/L, Nail Tibia (8-11mm) (Local or & 28-38cm
50 imported ) [ength Rech International Non-responsive Not provided Non-responsive
IL Nial Tibia Bolt (4.5mm) (Local or Imported )| B | 35mm-80mm
I/M, I/L Nial Femur (9-13mm)
I/M, I/L Nial Femur (9-13mm) (Local or A 34-44cm
51 imported ) Length Rech International Non-responsive Not provided Non-responsive
(L Nail Tibia Bolt (4.5mm) (Local or Imported )| B [ 25mm-70mm
Recon Nail and Bolts
i f 61 ted A 30-40 cm  |Rech International Non-responsive Not provided Non-responsive
Recon Nail (9-11mm] (Local or importe ) length Surgiquips Non-responsive Not approved Non-responsive
) i d B |7éimim-100mm Rech International Non-responsive | Not provided Non-responsive
52 |Recon Nail Bolt (6mm) (Local or Importe ) m Surgiquips Non-responsive Not approved Non-responsive
Recon Nail distal locking (5mm) (Local or c | 35mm-g8omm Rech International Non-responsive Not provided Non-responsive
Imported ) m Surgiquips Non-responsive | Not approved Non-responsive
Proximal Femoral Nail (9-12mm) with new
generation helical Blade

————

2.
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Proximal Femoral Nail (9-12mm) (Local or 22-34cm  |Maven Healthcare Non-responsive | Not provided Non-responsive
\l/_auo;ma ) / / length  |Rech International Non-responsive | Not provided Non .‘mmno:u?m
| Proximal Femoral Nail Neck Screw/ Bolts €5mm-110mm Maven Healthcare Non-responsive | Not mnn:\%mq Non-responsive

(6mm) (Local or imported ) i Rech International Non-responsive Not provided zo:\ammnoame

Proximal Femoral Nail Distal Locking Screw Maven Healthcare Non-responsive Not provided Non-responsive

(5mm) (Local or Imported ) ’ / 25mm-80mm fo oh International Non-responsive | Not provided Non-responsive
Retrograde Femoral Nail (9mm to 13mm) #
j Retrograde Femoral Nail (9mm to 13mm) ) — Rech International Non-responsive | Not provided zo:-.‘mmnoam‘?m
54 (Local or Imported ) Surgiquips Non-responsive | Not mnul.imu zo:-ﬂmmno:m.im
IL Nail Bolts 4.5 mm (Local or Imported ) B 25-70 mm Rech International zo:‘_‘mmuo:m?m Not provided zo:-_‘mmuo:m.Zm
Surgiquips Non-responsive Not approved Non-responsive
Y-Plate (Elbow)
55 |y-Plate ((3.5mm) (Local or Imported ) Al 4-10 Holes Maven Healthcare Non-responsive >un3<.ma zo:-_‘mmvo:m.?m
Rech International Non-responsive Not provided Non-responsive
Small T-Plate
Small T-Plate (3.5 mm) (Local or Imported ) Al 4to8Holes Maven Healthcare Non-responsive Approved zo:-ﬁmmvo:me
56 Rech International Non-responsive Not provided Non-responsive
Small T-Plate (Screws (3.5mm) (Local or B 18-25mm Maven Healthcare Non-responsive Not provided Non-responsive
Imported ) Rech International Non-responsive Not provided Non-responsive
Drill Bits/ Screw Driver
Drill bit for Cortical 3.5mm screw (Local or & 2.5mm/
Imported ) 2.7mm
Drill Bit for Cortical 4.5mm Screw (Local or 8 3.2mm/
Imported ) 3.5mm
57 |Drill bit for Locking cortical 5mm Screw (Local c| a2/a7mm Rech International Non-responsive Not provided Non-responsive
or Imported )
3.5mm/
Drill bit Long (Local or Imported ) D | 4amm/4.2mm/
4.3mm
Rush Rod
A 1.5mm
B 2.0mm Maven Healthcare Non-responsive Approved Non-responsive
C 2.5mm
58 |Rush Rod (Local or Imported ) - 3.0mm

BN P 1L Sl s
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Non-responsive

Not provided

Non-responsive

= [E] 35mm |Rechinternational
\ — F 4.0mm
I lows .
'R . i Rech International Non-responsive [ Not provided Non-responsive
’ 59 |DHS Guide Wire (Local or Imported ) A 2.3mm Surgiquips Non-responsive Approved Non-responsive
Guide and Beaded wire Femur and Tibia Nail
o ven Healthcare Non-responsive Approved Non-responsive
IL Nail Guide wire Femur (Local or Imported )| A 2.7 W\_mm“”:m_ﬂﬁm_‘:mzo:m_ zo:._,mm”o:m?m Not provided Non-responsive L_
— f e Maven Healthcare Non-responsive Approved Non-responsive
60 |IL Nail Guide Wire Tibia (Local or Imported ) | B 2.5mm e m———— Non-responsive Not provided zo:-amwno:mZmL
Beaded wire IL Nail femur and Tibia and 2.7mm+2.5m |Maven Healthcare Non-responsive Not provided Non-responsive
Recon and PFN (Local or Imported ) L m Rech International Non-responsive | Not provided Non-responsive
IM, IL Nail Femur/ Tibia/ PFNA/Recon
Reamer
61 IL, IM Nail Reamer Femur (8reamers in a A 45121 Maven Healthcare Non-responsive | Not approved Non-responsive _
single set) (Local or Imported ) Rech International Non-responsive Not provided Non-responsive
Disposable Drapes, Gown, Cautery and
Sucker
62 Disposable Drapes, Gown, Cautery and A Anax Associates Non-responsive Not approved Non-responsive
Sucker (Local or Imported ) Rech International Non-responsive Not provided Non-responsive
Tension Band Wire
63 |Tension Band Wire {Lacal or imported | &% All Ranges Maven _._mm_»:.nmqm zo:-_.mmuo:m?m >uu3<.ma zo:-qmmuozm?m
Rech International Non-responsive Not provided Non-responsive
DCS/ Plate/Lag Screw
A 60mm
B 65mm Maven Healthcare Non-responsive Not approved Non-responsive
C 70mm
DCS lag Screw ((Local or Imported ) 5 S
E 80mm Rech International Non-responsive Not provided Non-responsive
F 85mm
G 6Holes
64 H 7Holes Maven Healthcare Non-responsive Not provided Non-responsive
| 8 Holes
J 9 Holes

a5

b/ 0 m\vé\ o ¥

= [ 2. The GEQ.O%_.E_:WC:_SH%Q& v
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alg

v/ 2 \m\wvc» LG ’

0CS Plate ( (Local or Imported) m 10 Holes
L| 11Holes ]
M 12Holes |Rech International Non-responsive | Not provided |  Non-responsie |
] N 14 Holes
¥ 0 16 Holes
" |proximal Femoral Nail/ Handset
ﬂw /..vQQz removal set Local or Imported ) A | Complete Set |Surgiquips Non-responsive Not provided MNon-responsive
Lead Apron
66 |Lead Apron A Large Surgiquips Non-responsive | Not provided Mon-responsive
Spine set
Tanspedicle Polyaxial Screw (Titanium) + A Treu Dynamics Non-responsive Approved Non-responsive
67 |Titanium Rod B i 3 ) .
Local or Imported ) C Rech International Non-responsive Not provided Non-responsive
D
E
“
G Treu Dynamics Non-responsive Approved Non-responsive
H
|
68 |Regular Screw __A
L
M
N Rech International Non-responsive Not provided Non-responsive
0
P
Q
A
B
C
D Treu Dynamics Non-responsive Approved Non-responsive
Reduction Screw E

L &)

2.

-

mewemer
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|

\Cross Link

ﬁ::mﬂoq Rod To Rod

/ﬂoa Length

ﬂa.ﬁm Hook

ﬂﬁ:wﬁ.oa._:m‘ Hook

|
~
,
,
,

|t
et

Rech International

Non-responsive

Not provided

Non-responsive

LATERAL MASS SCREW (CERVICAL SCREW
TITANIUM) (Local or Imported

70

3.5 mm Screw

—

Treu Dynamics

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive

4.0 mm Screw

Treu Dynamics

Rech International

Non-responsive

Non-responsive

Approved

Not provided

Non-responsive

Non-responsive

U”W>“——Imﬂmonm>-—zm—nmoncﬂ>

Treu Dynamics
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"1 |ACDF Plate Local o Imported ) G
H
|
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K Rech International Non-responsive | Not provided Non-responsive
L
M
A
B Treu Dynamics Non-responsive Approved Non-responsive
5 |RCDF Screw c
Local or Imported ) D .
E Rech International Non-responsive Not provided Non-responsive
—n
Pelvis Reconstruction Plate (Local or
Imported )
75 |20 L EHOE & Rech International Non-responsive | Not provided Non-responsive
3.5 mm 7-12 Hols B
Pelvic Reconstruction Plate 3.5mm Curved 8- c Surgiquips Non-responsive Approved Non-responsive
4 (Local or Imported )
Pelvic Supra Pectineal Quadri Lateral Plate
(Local or Imported ) :
74 |Right Maven Healthcare Non-responsive Not approved Non-responsive
® & Rech International Non-responsive Not provided Non-responsive
-responsive | Not approved Non-responsive
Left Maven Healthcare Non-resp . —= - —
B Rech International Non-responsive | Not provide bl L
Mini Locking Plates with screws
Straight 1.5mm (Local or Im . % i
ported ) A. [ Non-responsive | Not approved Non-responsive
: thcare on-resp
75 |Straight 2.0mm (Local or Imported ) B. Maven Hea
T-Type 1.5mm (Local or Imported ) C. Rech intemational Non-responsive Not provided Non-responsive
T-type 2.0mm (Local or Imported ) D. ec
Headless Compression screw for scaphoid
. i Approved Non-responsive
¢ |Herbert Screw Fyll Range (Local or Imported “ Maven Healthcare Non-responsive PP
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3. All Concerned Officers.
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