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To,

SUBJECT:

R

MAYO HOSPITAL, LAHORE

DATED: |- 8-25

The Chief Executive Officer,
Mayo Hospital, Lahore

REPORT OF TECHNICAL EVALUATION/QUALIFICATION OF TECHNICAL BIDS

REGARDING PURCHASE OF CARDIAC SURGERY (A04) AGAINST LETTER VIDE

NO. AMS/P/1431-37/MH

DATED

13-06-2025

Reference to subject cited above regarding purchase of cardiology disposable

items (AO3) against letter vide no. AMS/P/1431-37/MH dated 13-06-2025

technical evaluation report is hereby submitted.

Sr.

No.

Tender Code

Name of Bidder

Total Bids

CARDIAC SURGERY (A04)
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11,
12.

M/s Imtiaz Brothers

M/s Claris Medical

M/s Akram Brothers & Co
M/s Cardiac Care

M/s Vertex Medical Pvt Ltd.
M/S Anex Associates

M/s Mediland Pakistan
M/S Flowtronix Systems
M/S Cabbot Surgical

. M/S Medtronic Pakistan Pvt.

Ltd.
M/S Meezan Internationals
M/S Ferozsons Laboratories

12 Nos

Prof,

(Chairman)

Y

n Azmat Ullah Khawaja

Professor of\Cardiac Surgery




Technical Evaluation Summary

lodophore impregnated
Antimicrobial Adhesive, Low Memory Stretch,

Latex Free, Radiation Sterilized

Cardiac Surgery
: Compulsory Final
Sr. No. Name of Iltems Name of Bidders Sample Status .
Parameters Recommendation
1 |T connector = = = "
2 DL Connector = - - -
3 |Urine meter with Bag (Sterile Pack Adult) Imtla_z Brothers Responsive Approved Responsnv?
Cardiac Care Non-responsive Approved Non-responsive
4 |Transparent film Dressing Frame style - - i -
Cardiac Care Responsive Approved Responsive
5 |Y Connector 3/8,3/8,3/8
Flowtronics Non-responsive Approved Non-responsive
6 |Y Connector 3/8,3/8,1/2 Flowtronics Non-responsive Approved Non-responsive
Antimicrobial Incise Drape 60x45
Antimicrobial incise, incise Area
60cmX45cm,overall size 60x45cm, coated with . ’ . .
7 . . ) Cardiac Care Non-responsive Not provided Non-responsive
lodophore impregnated. Antimicrobial
Adhesive, Low Memory Stretch, Latex Free,
Radiation Sterilized
Antimicrobial incise Drape 60x60
Antimicrobial incise, incise area 60x60cm,
8 Overall Size 60cm x60cm, Coated with i )




Tremans

Antimicrobial incise Drape 35x35
Antimicrobial incise, incise area 60x60cm,
Overall Size 60cm x60cm, Coated with

9 lodophore impregnated Cardiac Care Non-responsive Not approved Non-responsive
Antimicrobial Adhesive, Low Memory Stretch,
Latex Free, Radiation Sterilized
Disposable Surgical Gown XXL Reinforced Imtiaz Brothers Responsive Approved Responsive
10 High protection surgical reinforce disposable |Anex Associates Non-responsive Approved Non-responsive
Gown (L), light weight , adjustable neckline,  |Cabbot Surgicals Non-responsive Not approved Non-responsive
ultrasonic Bonded Seams, Fluid Repellent, Cardiac Care Non-responsive Approved Non-responsive
Disposable surgical Drape set
Cardiovascular — Absorbent Fabric Cardiac Care Non-responsive Approved Non-responsive
1 By -Pass Drape 240x360cm=1 pc
By -Pass Split Drape 200x 260cm =1 pc . . .
Back table cover with plastic layer under the Anex Associates Non-responsive Approved Non-responsive
r 150 200cm = 2ncs
12 |Korsolex Basic solution - = - =
Chlorhexidinegaluconate 1% Solution and ethyl
Alcohol 61% w/w
Surgical & Healthcare Personnel hand
13 Antiseptic with emollient, contains ) i i )
chlorhexidineGluconate Solution 1 % and ethyl
Alcohol 61% w/w, Waterless & Brushless
Scrub, FDA-NDA Approved, Bottle of 500m
(Ava Gard or equivalent)
14 |Teflon Pledgets Packs (6mm x 3mm) PCS Cardiac Care Non-responsive Not approved Non-responsive
15 |Decron Patch 6"x6" Flowtronics Non-responsive Not provided Non-responsive
16 |Teflon felt patch Flowtronics Non-responsive Not provided Non-responsive
17 |Disposable IMA Bull dog Flowtronics Responsive Approved Responsive
18 |[Nylon tape = - = -
19 |Coronary Shunt (all size) - = - :
Cardiac Care Responsive Approved Responsive
20 |Aortic punch 4.0mm Flowtronics Non-responsive Approved Non-responsive
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21
22

Pacing wire with connectors

e A S S KN SRS

PRestsR.elad I8 REE8 55258

Vessel tip

Cardiac Care

Responsive

23

Approved

Responsive

24

Chest Drainage system (Atrium Bottle )

Disposable cautry Electrode lead

Cardiac Care

Responsive

Approved

Responsive

25

Disposable defibrillator pads 4.5 inch x 6 inch

(11,4cm x 15,2cm)

Compatible with cardio-aid 360-B biphasic
defibrillator with connecting leads with
connector to diathermy

Cardiac Care

Responsive

Not approved

Non-responsive

26

Diathermy Earth plates

in. with electrode and connecting cable
compatible with machine (BOWA) ARC 350

Universal non-corded split grounding pad 5 sq.

27

Compatible with Nihon kohden and Drager
monitor with connecting cables and reusable

stand, ( NIHON KADON MV671RK+ Drager
infinity M540)

Imtiaz Brothers

Non-responsive

Approved

Non-responsive

Cardiac Care

Non-responsive

Approved

Non-responsive

Flowtronics

Responsive

Approved

Responsive

28

Disposable electro surgical cautry pencil long
electrode/ lead with earth plate and cable
(MIS)

29

Gauze 10cm x 10cm with radio opaque line
(Packs)

30

Gauze 10cm x 25cm with radio opaque line
(Packs)

31

SE

Disposable Clipper Blades

Hair Removal, with Pivoting Head Double
Blade to access narrow and thiciien surfa(':e,
accommodate flat and angle clip?mg_Havung
Below One Fixed, In order to avoid Nicks and

Cuts

Disposable Clipper Blade Assembly for Peri-OP

LEFRI S



2.5 gm Polyhexamethylenbiguanid

32

hydrochloride, 8gm
didecyldimethylammoniumchloride

Meezan Internationals

Responsive

Approved

Responsive

33

34

5gm
alkyldimethylethylammoniumethylsuifate,

1,8gm cocospropyleguanidiniumdiacetate,
synergistic ingredients;alcylamines

Bacterial filter

1gm polyhexamethylenbiguanidhydrochloride,

Meezan Internationals

Responsive

Not approved

Non-responsive

35

Paper Tape Medical Grade Size 4"

36

Cleaning Gel for stainless steel-500ml
(Degreaser with Biodegradable Agents-

cleaning solution)

« Water Based acidic cleaning gel

e Dilatable with water 1:40

e For removing limescale, mineral deposits ,
rust ,oxidation tarnishing

e Non flammable

37

Stainless steel polish -750ml

« Contains Alkyl alcohol ethoxylate
e No CFCs

« Color coded alphanumeric label

38

Pacemaker Battery

39

Haemofilter

Cardiac Care

Responsive

Approved

Responsive

Flowtronics

Non-responsive

Not provided

Non-responsive

Vertex Medical

Non-responsive

Approved

40

sterilzed Tip cleaner

Imtiaz Brothers

Non-responsive

Approved

Non-responsive

41

ECG Roll 210mm X 25 meter

Non-responsive




B

42

Air Filters compatable with 3M Bair Hugger
Warming Unit Model 775 *Industry-standard
scale MERV 14 at 48 CFM (cubic feet per
minute) under ASHRAE Standard 2012-52 2

Cleaning Devices for Removal Efficiency by
Particle Size.1,2

*Method of Testing General Air Ventilation Air-

43

Temperature Management Blanket
compatable with HCU 40 Model 775

*Has port for attachment with the warming
unit

body coverage

sFor lower

44

Polyester, green,white coated braided non
absorbable

10 x 60cm and above Tapercut 1/2circle

1/2circle 2-0 16-18mm Siliconized/ Non-
siliconized

Akram Brothers & Co.

Non-responsive

Not approved

Non-responsive

Cardiac Care

Responsive

Approved

Responsive

45

polyester, green,white coated braided non
absorbable

10 x 60cm and above

with pleglet( 6 x 3 x 1.5mm) Tapercut
1/2circle 1/2circle

2017 mm

siliconized/ Non-Siliconized

Akram Brothers & Co.

Non-responsive

Not approved

Non-responsive

46

polyester, green braided non absorbable
10 x 60cm and above Taperpoint

Akram Brothers & Co.

Non-responsive

Not approved

Non-responsive

Cardiac Care

Responsive

Approved

47

pPolyester, green, white coated braided non
absorbable suture

Akram Brothers & Co.

Responsive

Approved

Responsive
Responsive

Cardiac Care

Non-responsive

Approved

48

STEEL WIRE monofilament (CrNi) non
absorbable Tapercut

Akram Brothers & Co.

Responsive

Approved

Non-responsive
Responsive

Cardiac Care

Responsive

Approved

49

Responsive

STEEL WIRE monofilament (CrNi) non
absorbable Tapercut

Akram Brothers & Co.

Responsive

Approved

Responsive

Cardiac Care

Non-responsive

Not approved
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TO Aortic valve bileaflet # 19,21,23 25 27 .
(Rotatable) mechanical Cardiac Care Responsive Approved Responsive
51 Mitral valve bileaflet # 25,27,29 31,33
(Rotatable) mechanical Cardiac Care Responsive Approved Responsive
52 |Annuloplasty Blng All Size mitral Medtronic Pakistan Non-responsive Not provided Non-responsive
53 Valved conduit bileaflet # _
19,21,23,25,27,29,31,33 (set) Medtronic Pakistan Non-responsive Not provided Non-responsive
54 Vej.-lscular graft 8 Fr Cardiac Care Responsive Approved Responsive
55 |Bioglue 2 mi Cardiac Care Responsive Approved Responsive
56 |Bovine Pericardial Patch 5cm x 10cm Cardiac Care Non-responsive Not provided Non-responsive
57 |Bovine Pericardial Patch 6cm x 11cm Cardiac Care Non-responsive Not provided Non-responsive
Oxygenator with standard custom tubing pack |Cardiac Care Responsive Approved Responsive
58 |(balanced coating with/without integrated Flowtronics Non-responsive Not provided Non-responsive
arterial filter ) Medtronic Pakistan Non-responsive Not provided Non-responsive
Imtiaz Brothers Responsive Approved Responsive
59 |Aortic cannula # 22 FR without leur lock Flowtronics Non-responsive Not provided Non-responsive
Medtronic Pakistan Non-responsive Not provided Non-responsive
Imtiaz Brothers Responsive Approved Responsive
60 |Aortic cannula # 24 FR without leur lock Flowtronics Non-responsive Not provided Non-responsive
Medtronic Pakistan Non-responsive Not provided Non-responsive
Imtiaz Brothers Responsive Approved Responsive
61 |Venous cannula two stage (32 x 40 FR) Flowtronics Responsive Approved Responsive
Medtronic Pakistan Non-responsive Not provided Non-responsive
Imtiaz Brothers Responsive Approved Responsive
62 |Venous cannula two stage (36 x 46 FR) Medtronic Pakistan Non-responsive Not provided Non-responsive
Flowtronics Responsive Approved Responsive
Imtiaz Brothers Responsive Approved Responsive
63 |Venous cannula two stage (36 x 51 FR) Medtronic Pakistan Non-responsive Not provided Non-responsive
Flowtronics Responsive Approved Responsive
. Imtiaz Brothers Responsive Approved Responsive
64 |Venous cannula Three stage All sizes Medtronic Pakistan Non-responsive Not provided Non-responsive
Imtiaz Brothers Responsive Approved Responsive
65 |Vvenouscannula single stage 28 FR Medtronic Pakistan Non-responsive Not provided Non-responsive
Flowtronics . Responsive Approved Responsive




66 |Venous cannula single stage 30 FR

Imtiaz Brothers

Non-responsive

Approved

Non-responsive

Medtronic Pakistan

Non-responsive

Not provided

Non-responsive

Flowtronics

Non-responsive

Not provided

Non-responsive

' Imtiaz Brothers Non-responsive Approved Non-responsive
67 |Venous cannula single stage 32 FR Medtronic Pakistan Non-responsive Not provided Non-responsive
Flowtronics Responsive Approved Responsive
Venous femoral cannula, all sizes (12.5" Imtiaz Brothers Non-responsive Approved Non-responsive
length) with indroducer kit Medtronic Pakistan Non-responsive Not provided Non-responsive
Arterial femoral cannula, all sizes (12.5" Imtiaz Brothers Responsive Approved Responsive
length) with indroducer kit Medtronic Pakistan Non-responsive Not provided Non-responsive
Cardiac Care Responsive Approved Responsive
Y 70 \Straight cormector 3/8x% Flowtronics Non-r:sponsive Approved Non-responsive
Cardiac Care Responsive Approved Responsive
r 71 \Straight connector % x% Elawhromics Non-responsive Approved Non-responsive
Cardiac Care Responsive Approved Responsive
\ 72 \Straight connector 3/8 x 3/8x1/2 Flowtronics Non-responsive Not provided Non-responsive
Cardiac Care Responsive Approved Responsive
Y 73 \ connecter 3/8,1/4, 1 /2 Flowtronics Non-responsive Not provided Non-responsive
Imtiaz Brothers Responsive Approved Responsive
Y Disposable heart vent LV vent with stylet Medtroni.c Pakistan Non-respopsive Not provided Non—respo?sive
Flowtronics Responsive Approved Responsive
Imtiaz Brothers Non-responsive Approved Non-responsive
Medtronic Pakistan Non-responsive Not provided Non-responsive
( Disposable Sump Flowtronics Responsive Approved Responsive
Flowtronics Responsive Not approved Non-responsive
r—,G (‘,oronarv ostial cannula malleable Medtronic Pakistan Non-responsive Not provided Non-responsive
Imtiaz Brothers Non-responsive Approved Non-responsive
Y Antegradecardioplegia cannula 12 gauge 9 Fr Medtroni.c Pakistan NO"'TESPOTISWE Not provided Non-responsive
Flowtronics Responsive Approved Responsive
A Flowtronfcs : Responsive Approved Responsive
Med:tromc Pakistan Non-responsive Not provided Non-responsive
Cardioplegia delivery system with integrated 52::;::@; :2:::2‘)%5% FRpows Non-responsive
— = Poisve Approved Non-responsive
on-responsive Not provided Non-responsive
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80

81

| ____|min/Hemochron

year shelf |ife
Compactable with Actalyke x| /Actalyke
Mist blower

82

83

guide wire size #18 , one piece kink resistant

marking radio opaque collar allows high flow
with minimal pressure differential size #18

Isolator with tubing

Elongated one Piece arterial cannula malleable
for cannulation of aorta or femoral artery with

wire bound canula body with dilator and depth

Act cartilages with one

Flowtronics

Flowtronics

Non-responsive

Approved

Non-responsive

Non-responsive

Approved

Non-responsive

Medtronic Pakistan

Non-responsive

Not provided

Non-responsive

84

guide wire size #20, one piece kink resistant
wire bound canula body with dilator and dept
marking radio opaque collar allows high flow
with minimal pressure differential size #20

Elongated one piece arterial cannula malleable
for cannulation of aorta or femoral artery with

h Medtronic Pakistan

Non-responsive

Not provided

Non-responsive

85

for cannulation of aorta or femo'ral artfery with
ide wire size #22, one piece kink resistant
gu'l d canula body with dilator and depth
W"'eksmu:‘adio opaque collar allows high flow
r\::it:\ ::ignimal pressure differential size #22

86

Elongated one piece arterial cannula malleable

Medtronic Pakistan

Non-responsive

Not provided

Non-responsive

i venous cannula all sizes
ngle stage
Malleable si

lleable one piece kink resistant wire bound
(Manula body with tapered multiport tips for
can
easier insertion) #24

Medtronic Pakistan

Non-responsive

Not provided

Non-responsive

% Q}N w/&w)&' /Q/de/bf\m/




intra-Aortic Ballon Catheter and Insertion Kit
(Baloon size 30-34CC).

Mediland Pakistan

M=responsive

Approved

Wem-responsive

Intra-Aortic Ballon Catheter and Insertion Kit
(Baloon size 40 CC).

Mediland Pakistan

MeEw-responsive

Approved

den-responsive

89

Malleable single stage venous cannula all sizes
(Malleable one piece kink resistant wire bound
cannula body with tapered multiport tips for
easier insertion) #26

Medtronic Pakistan

Non-responsive

Not provided

Non-responsive

Medex MX 960 Domes
compatible with Maquet HL-20

Mediland Pakistan

Non-responsive

Not provided

Non-responsive

Flowtronics

Non-responsive

Not provided

Non-responsive

21

Level Sensor Pads
Compatible with Maquet HL-20

Mediland Pakistan

Non-responsive

Not provided

Non-responsive

Flowtronics

Non-responsive

Approved

Non-responsive

Claris Medical

Non-responsive

Not provided

Non-responsive

92

Blood monitoring unit Sensor Arterial side
compatible with Maquet BMU-40

93

Blood monitoring unit Cell Venous side
compatible with Maquet BMU-40

94

Centrifugal cone compatible with Maquet Rota
Flow ECLS Centrifugal pump

Mediland Pakistan

Non-responsive

Not provided

Non-responsive

95

Cardioplegia delivery set with arrest / additive
compatible with Myocardial protection system
Quest Medical USA

96

Cor Knot device and Cor Knot mini device with
Cor Knot quick load

Cor Knot mini device (2 devices per kit) all Sizes
1. Cor Knot MIS Device Smm Diameter, 31cm
Length Shaft 2.Cor Knot Mini
Device 4mm Diameter, 17cm Length Shaft

97

Cor Knot Quick load single box of 12 singles (1
fasteneners per pouch)




Total number of advertised items

No. of quoted items ?,g
No. of responsive items 41
No. of non-responsive items 29

Vi

Mr\Bilal m =
Account Officer

Mst. Maryam Iqgbal
Hospital Pharmacist

(Member) (Member)
\r\
Mst. Javed M nab Safdar
Hospitdl Pharmacist Hospital Pharmacist
(Co-opt*Member) (Co-opt Member)

C

Dr. Ali Waleed Goraya

Asst. Prof. of Radiotherapy

(Member)

Fomoardsd. tv MM%W
1300855

<'d

Mst. Aneeqa Amin
Hospital Pharmacist
(Member)

\1’

Mst. Kiran Asghar

Hospital Pharmacist
(Co-opt Member)

Dr. Wad3s Khalid
Sr. Registrar Cardiac
Sur;ery
(End user)

"~

/

-

Ms. Aamna Sajid
Hospital Pharmacist
(Secretary)

Mst. Salma Shehzadi
Hospital Pharmacist
(Co-opt Member)

n\Azmat Ullah
Profesgor of Cardiac Surgery

U

Mst. Komal Younas
Hospital Pharmacist
(Co-opt Member)

W’

Mst. Munazza Tanvir
Deputy Drug Controller
(Member)
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LOCAL MANUFACTURER & SOLE AGENT OF FoRgiGN

PRINGPAL)

Ll (912 THaN a1 "WA.I F SvRiNGe)

ame of Bidder:

M/s imtiaz Brothers, Lahore

————y
NO. CoOMPULSOR
Y PARAMETERS
R, 3 10 27 a0 59 &0 61 62 63 64 65 66 67
tdder will submit 2 % gig Security (in Onginal) of - ; - ,s :
estimated cost of each item as mentioned in Tender
i. | Documents, in the form of Bank Draf /Bank Guarantee/ Call

Al
Deposit Receipt (COR) or Banker's Cheaue from any s tached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached

! Attached | Attached | Attached | Attached | Attached
bank. The Bid Security (if

(In case renewal is applied its
. Attached ttached
documentary evidence of timely submission of r, al At Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached

Valid Drug Reg Certificate / Drug Enis

Certificate whichever apphicable as per Medical Devices Rules ttached

20170f the quoted product fssued by DRAP Pakistan. (in case ched

renewal is applied its documentary evidence of timely Attached | Attached | Applied for |Not Attached Attached | Attached | Attached | Attached | Attached | Attached | Atta Attached | Attached | Attached | Attached | Attached [Not A Ached

of renewal in relevant regulatory body
shall be provided)

Valid GMP certificate OR valid Sausfactory GMP Inspection
Report issued by DRAP (for local manufacturer) / Vahd 1ISO

M(’rm-onmmmnummtmmm.rmm Attached A A Not Attached Attached Attached | Attached | Attached | Attached | Attached | Attached | Attached | Attached | Attached | Attached Attached | Attached
luﬂekm/iﬂemus
inimum or iree financal

vear / last three calendar year must be PKR 10 Million Rupees

or above for local manufacturer / Sole Agent of Foreign Attached
ttached Attachs Attached Attached Attached Attached Arttached Attached Attached Artached

v manufacturer. Firm will provide FBR income tax retum / sates Attached Attached Attached Attached Attached Attached Attached Attae ed e

Tax return for the last three financial years / during the last

(13 NEArs,

In case of ot / sub y of foreign er/
sole sment importes of fereign mamdtaciuer the tidderrmmn | L ol b n i | anscied | asehed | auscived | anscisea Attached | Attached | Attached | Attached | Attached | Atached | Attached | Attached | Attached | Attached | Attached | Artached
- submit the vahd sole Agency Agreement / relevant certificate
sued by the forewgn principals (transiated in English)

The bidder will provide registration documents issued by ed Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached pr— o —_— e .
E.CP. [Registrar offiems |  Attached Attach

relevant registration authorities like 5. €
/FBR
Valid quality certification of CE/UNFPA/IpMHLW/US FDA
approval certification or prequalification by WHO (except for
Medical Devices enlisted in Class A by DRAP). Certificates

letter head are not
provided by the firm on s own
acceptable, CE marked by conformity ausesument bodies
Vil | (€ ABs) notified in NANDO database under the :M.me » Attached | Attached | Attached
European directive for medical devices. of European
be accepted only Extension / confirmation letter for already

under the
issued CE certificate by the notfied NANDO bodies
(wmonMDl-smW S =
VINTYTEw S IV CET m;:::' e idy
, indicating quoted

s _ The free Sale Certificate

lable country of ongin Mg Alsactid Attached | Attached | Attached | Attached | Attached | Attached | Attached | Attached | Attached | Attached
b o or for countries which are not (not Attached Attached Attached Attached ttache: a

attested Attached
may be Apostille may require 1o submit ths Attached Attached sttasted) ’N

Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached
e

et s of Pakastan
Y certificate duly legalized/ notarized by embavsy

members 5 '
(for Sole agents only) (Details of Apostitie
e it / status
:::m [/ www. hech.net/en un
?\ %*/D ?» )

e




._} .
The experience of Quoted product must be atleast One year

till closing date of submission of tender to be evaluated from
date of registration / enlistment of the product. In case of
. |products under exemption from DRAP the product shall be
Attached Attached
evaluated from purchase orders / import documents provided Not Attached| At Attached Attached Attached Attached Attached | Not A Not Attached| Not Attached|  Attached Attached Attached
that the bidder attached DRAP Exemption letter / reference vAiched
for the quoted item with e-Bid.
The firm will submit undertaking on Rs. 100 stamp paper |
legalized / notarized that; H
3. None of its supplied batch in Private Sector and Public
Sector has been declared Spurious /Aduiterated by DTLs of the
Punjab/any Competent Lab” since last 3 years till the closing
date of Bid Document submission.
b.  "Non-Declaration of any Spurious / Adulterated Batch of
the quoted item manufactured by firm by DTLs of the Punjab /
xi. |2"Y Competent Lab”
" |e.  The firm has not been Prosecuted by Provincial Quality Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached Attached
Control Board (PQCB) on the offense of Spurious / Adulterated
Drugs / Medicines.
d.  Currently the firm is not Blacklisted/Debarred by the
Procuring Agency / Punjab Proc Regulatory Authority.
€. The firm will be bound to supply the stock in compliance
to SRO 470(1)/2017 subject to requirement of the department
f. The firm accepts all the terms & conditions of the Tender
Document
TosTSampes & T I YUOTen prouueTTor
eval of offered ions with adh D D D ate| D D o e o B ate|
xn 9 s
by [ (Samples must be of d d d d d d d d d d d d d d d d d d
Lnackl
P v Resut (R ve/! vl : Non- Non- | | o IS . . i ive | R ; "“"'_ N"""‘. Non-. Responsive | Responsive NMZ
¥ nsive nsive responsive nsive nsive responsive
EVALUATION OF SAMPLES AS PER ADVERTISED SPECIFICATIONS
: % NAME OF ITEMS BRAND NAME u::'rlNG ‘SAMPLE STATUS REMARKS
0.
3 _|Urine meter with KB, China 1s Approved
10 | Di ble Surgical Gown XXL PU Yuan, China 1's Approved
27 |Pressure Transducer Kit JCR, China 1s Approved
40 _|Sterilized Tip Cleaner Xinyue, China 1's Approved
Kangxin
59 |Aortic Cannula Extracorporeal Circuit 1's Approved
Cannulae
Kangxin
60 |Aortic Cannula Extracorporeal Circuit 1's Approved
Cannulae
Kangxin
61 |Venous Cannula Two Stage Extracorporeal Circuit] ~ 1's Appaies
Cannulae
Kangxin
62 |Venous Cannula Two Stage Extracorporeal Circuit Ls
Cannulae
Kangxin
2 1's Approved
63 |Venous Cannuta Two Stage Extracorporesl Clrett
Cannulae
Kangxin
oved
al Circuit, s Appr
nula Three Stage Extracorpore:
§4:: [ Vanocs Con Cannulae
Kangxin '
Z [llllcﬂwn::" Circuit T Aces
€5 |Venous Cannula Single Stage Comeniase
] 1w | e |
xtr.
66 |venous Cannula Single Stage E M
Kangun 5 Approved
F - Extracorporeal Circuit
67 |Venous Cannula Single Stag Cannulae
Kangxn ) . Approved :
Extracorporeal Circuit s
68 |Venous Femoral Cannula Casitse -
Kangun y T Approved .
Extracorporeal Cireuit *
o e[ 2

20f3




Pharmacist

Dr. Ali Waleed Goraya
Asst. Prof. of Radiotherapy

(Member)

.

Mst. Kiran Asghar
Hospital Pharmacist
(Co-opt Member)

alid

Dr. WaqasJ
Sr. Registrar
Surgery

(End user)

Cardiac

Mst. Salma Shehzadi
Hospital Pharmacist
(Co-opt Member)

Mst. Komal Younas
Hospital Pharmacist
(Co-opt Member)

—_—
78 | Disposable Heart Vent e e
Extracorporeas Circuit r's
— Cannulae Approved .
75 | Drsposable Sump . g
acorporeal Circyit 1's
Cannulae Pr ed -
77 |Antegrade Cardioplegia Cannula "
Extracorporeal Circuit 's A
Cannulae i
Owverall Recommmendation
Responsive items
e 3, 10,59, 60, 61, 62, 63, 64, 65, 63, 74
Non Responsive tems 27,40,66,67,68,75,77
-
4
A Mﬂ.mw Mst. Aneega Amin na Sajid
o icer - Hospital Pharmacist Hospital Pharmacist Hospital Pharmacist
(Member) (Member Member) (Secretary)
\ “/

Mst. Munazza Tanvir
Deputy Drug Controller
{Member)



FOR MEDICAL DEVICES

ACTURER & SOLE AGENT OF FOREIGN PRINCIPAL)
(OTHER THAN AUTODISABLE SYRINGES)

(FOR LOCAL MANUF

Name of Bidder: M/S CLARIS MEDICAL

NO.

COMPULSORY PARAMETERS

91

The bidder will submit 2 %

' Bid Security (in Original) of estimated cost of each
item as mentioned in Tend

er Documents, in the form of Bank Draft /Bank
Guarantee/ Call Deposit Receipt (CDR) or Banker’s Cheque from any scheduled

bank. The Bid Security (if applicable) will be submitted at the time of e-
Bid/tender opening.

Attached

Valid Drugs Manufacturing License (for local manufacturers) or Valid Drugs Sale
License or Valid Establishment Registration Certificate (for sole agents) (In case
renewal is applied its documentary evidence of timely submission of renewal
application in relevant regulatory body shall be provided).

Attached

Valid Drug Registration Certificate / Drug Enlistment Certificate whichever
applicable as per Medical Devices Rules 20170of the quoted product issued by
DRAP Pakistan. (In case renewal is applied its documentary evidence of timely

submission of renewal application in relevant regulatory body shall be provided).

Not attached (Out-of-specs)

valid GMP certificate OR valid Satisfactory GMP Inspectic?n Repor.t issued by
D:;\P (for local manufacturer) / Valid ISO 13485 (Production Quality

Attached

Management System Certificate) for Sole Agents / Sole importers.
ana

S
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Minimum Annual financial turnover for |

ast three financial year / last three

calendar year must be PKR 10 Million Ru

Attached

Vi.

ll:l case of manufacturer / subsidiary of foreign manufacturer / sole agent
/importer of foreign manufacturer, the bidder must submit the valid sole Agency

Agreement / relevant certificate issued by the foreign principals (translated in
English).

Attached

Vii.

The bidder will provide registration documents issued by relevant registration
authorities like S.E.C.P. /Registrar offirms / FBR.

Attached

viii.

Valid quality certification of CE/UNFPA/JpMHLW/US FDA approval certification
or prequalification by WHO (except for Medical Devices enlisted in Class A by
DRAP). Certificates provided by the firm on its own letter head are not
acceptable, CE marked by conformity assessment bodies (CABs) notified in
NANDO database under the relevant European directive for medical devices of
European Union will be accepted only. Extension / confirmation letter for
already issued CE certificate by the notified NANDO bodies under the European
MDR is also acceptable.

Not attached (Out-of-specs)

valid Free Sale Certificate, issued by relevant authority of the country c-)f.origin,
indicating that the quoted brand is freely available in the country ?f origin. The
Free Sale Certificate may be Apostille attested or for countries which are not

of Apostille Convention may require to submit this certificate duly

member akistan (for Sole agents only). (Details of

legalized/ notarized by embassy of P

: i ilable at; -
Apostille members is availa e ntions/ status-table/?cid=41

Not attached (Out-of-specs)

https://www.hcch.net/en/ instruments/conv
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